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The condenser is one of the main components in most transmitted light compound microscopes. In this Letter, we
show that such a condenser can be replaced by a programmable LED array to achieve greater imaging flexibility and
functionality. Without mechanically scanning the sample or changing the microscope setup, the proposed approach
can be used for dark-field imaging, bright-field imaging, microscopy sectioning, and digital refocusing. Images of a
starfish embryo were acquired by using such an approach for demonstration. © 2011 Optical Society of America
OCIS codes: 110.0180, 110.2945, 110.3010, 180.6900.
Appropriate illumination of the specimen is an impor-
tant factor in achieving high-resolution and high-quality
images in microscopy and critical photomicrography.
Most modern laboratory microscopes are equipped with
the Köhler illumination setup, which was first introduced
in 1893 by August Köhler and is now recommended by
most microscope manufacturers. Such a Köhler illumina-
tion setup is composed of collector lens, field diaphragm,
condenser diaphragm, and condenser lens. It can provide
specimen illumination that is uniformly bright and free
from glare [1]. More advanced illumination schemes have
also been reported in recent years, including structured
illumination [2,3], light sheet illumination [4], focus-
grid illumination [5], and nondiffracted Bessel beam
illumination [6].
With the maturation of LED technology, the use of
LEDs as the light source for optical microscopy can bring
certain cost- and usage- advantages [3,7,8]. In this Letter,
we demonstrate a simple and cost-effective microscopy
illumination scheme by replacing the optical condenser
with a programmable LED array. The proposed illumina-
tion scheme has several advantages. 1) A conventional
bright-field image can be acquired by digitally matching
the illumination numerical aperture (NA) to the collec-
tion NA (i.e. NA of objective lens). 2) A dark-field image
of the specimen can be acquired by simply turning on the
LEDs at the edge of the array, where the illumination NA
is beyond the collection NA. 3) We can sequentially turn
on each individual LED and capture a sequence of speci-
men images. These images contain the information for
different view angles and therefore we can postprocess
them to digitally refocus the specimen into different
depths. 4) The aforementioned imaging schemes can be
accomplished simultaneously by a single LED scan pro-
cess. We can select the images corresponding to LEDs
within the collection NA to form a bright-field image.
On the other hand, the images corresponding to LEDs
beyond the collection NA can be used for dark-field imag-
ing. Furthermore, we can realign all the images (with dif-
ferent view angles) to digitally refocus the specimen into
different depths. 5) No mechanical moving parts are in-
volved in the proposed scheme. The scanning rate of the
LEDs can easily operate in the kHz domain. The limiting
factor in our prototype is the capturing frame rate/data
transfer rate of the camera. Because of the rapid devel-
opment of the semiconductor industry, we believe that
such a data transfer rate will not be a significant bottle-
neck for the proposed illumination scheme in the near
future. 6) The proposed scheme is cost-effective and
compatible with most modern laboratory microscopes.
This Letter is structured as follows. We will first
describe the experimental setup of our proposed illumi-
nation scheme. Next, we will report on our results of
bright-field and dark-field imaging capabilities. We will
then report on our demonstration of digital refocusing of
the specimen into different depths. Finally, we will draw
our conclusion at the end of this Letter.
The proposed illumination scheme is shown in
Fig. 1(a), where the optical condenser is replaced by
an LED array. To understand the principle, we first con-
sider only one LED lit in the LED array. The location of
this LED can be denoted as ðxi; yiÞ, as shown in Fig. 1(b).
Assuming the distance (at the z direction) between the
LED array and specimen is ‘H ’, the illumination NA of
this LED can be defined as
r=
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
r2 þH2
p
; ð1Þ
Fig. 1. (Color online) Proposed illumination scheme. (a) The
optical condenser is replaced by a programmable LED array.
No lens is placed between the LED array and the sample stage.
(b) One LED is turned on for illumination. (c) The LEDs in cen-
tral part are turned on for the bright-field imaging. (d) The LEDs
at the edge are turned on for dark-field imaging. (e) The actual
LED array prototype used in our experiment. (f) A simple ray-
trace diagram showing different z-planes result in different
image shifts (also see Eq. (2)).
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where r ¼
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
ðxi − xcÞ2 þ ðyi − ycÞ2
p
, ðxc; ycÞ is the loca-
tion of the LED matrix center. For microscopy bright-
field imaging, the illumination NA is matched to the
collection NA of the objective lens. Such a matching pro-
cedure can be performed by adjusting the size of the con-
denser diaphragm in the Köhler illumination setup. In the
proposed scheme in Fig. 1(a), we can calculate the illu-
mination NA for each individual LED by using Eq. (1). We
can then separate them into two groups using the follow-
ing criteria. Group 1: illumination NA > collectionNA;
group 2: illumination NA < collectionNA. To achieve the
bright-field illumination condition, we simply turn off the
group 1 LEDs and turn on the group 2 LEDs. Figure 1(c)
shows an example of NA matching by using the proposed
scheme for the bright-field imaging (the LEDs at the edge,
whose illumination NA is larger than the collection NA,
are turned off).
Another important microscopy method is dark-field
microscopy. Dark-field microscopy can be used to en-
hance the contrast in unstained samples [9,10]. It works
by illuminating the sample with light that will not be col-
lected by the objective lens, and thus, it will not form part
of the image. In a conventional microscopy setup, a light
stop is placed at the condenser to create a dark-field
illumination cone. For the proposed scheme, we can sim-
ply turn on the LEDs in group 1 to collect the scattering
light component from the specimen and turn off the
LEDs in group 2 to reject the direct light illumination.
Such an illumination scheme is illustrated in Fig. 1(d),
where we need only turn on the LEDs whose illumination
NA is larger than the collection NA.
To demonstrate the capabilities of the proposed ap-
proach, we used an Olympus BX41 microscope with a
10× (0:3NA) objective lens as our demonstration imaging
setup. We replaced the condenser with a programmable
LED array as shown in Fig. 1(e). This LED array con-
tained 10  10 phosphor-based diffused white LEDs (Be-
tlux BL-L513UWC, with 160° wide illumination angles),
which were mounted on a printed circuit board (PCB)
(the PCB can support up to 25  25 LEDs). The measured
distance (at z direction) between the sample stage
and the LED array (i.e. ‘H ’) was 80mm. The size of this
10  10 LED array was 54mm (i.e. the distance between
adjacent LEDs is 6mm). This 10  10 array was driven
in a traditional row/column format using a Macroblock
constant-current LED driver (MBI5027) and a column
was selected using a demultiplexer (74HC154). An Atmel
ATMEGA-328 microcontroller provided the logical con-
trol on the lines. To achieve maximum brightness, the ar-
ray was driven statically rather than in normal scanning
mode, eliminating the duty cycle and boosting current
through the LEDs to 125mA (the measured light intensity
is ∼0:9W=m2) with 100 ohms on the MBI5027 resistive
input for current control.
We next used the proposed system for bright-field and
dark-field imaging demonstrations (Fig. 2). We used a mi-
croscope slide of starfish embryo (Carolina Biological
Supply) as the specimen. The experimental procedures
can be described as follows: 1) turn on the individual
LEDs one by one; 2) capture the corresponding images
(total 100 frames are captured for 10  10 LEDs); 3) sum
the images from the group 2 LEDs to create the bright-
field image, as shown in Fig. 2(a); 4) sum the images from
the group 1 LEDs to create the dark-field image, as shown
in Fig. 2(b). The entire image capturing process required
two seconds. The scanning rate of LEDs can reach the
kHz regime and the limiting factor in our prototype
was the data transfer rate of the image sensor (Aptina
MT9M001; we captured images at 50 fps).
Next, we demonstrate a more important feature of
the proposed scheme: digital refocusing. In the previous
experiment shown in Fig. 2, we captured 100 frames (one
for each individual LED) and then regrouped them to
form a bright-field/dark-field image. In fact, this 100-
frame data set contained useful information on the 3D
structure of the specimen and it can be used to digitally
refocus the specimen into different depths.
As we can see from Fig. 1(a), each individual LED
illuminated the specimen at a specific incident angle.
Therefore, each frame of the captured image provided
a unique perspective view of the specimen. Conceptually,
the idea is similar to tilted-view microscopy [11], where
the sample is mechanically tilted to provide different
view angles. Based on Fourier slice theorem, each image
provides us information on one slice of 3D Fourier space.
Therefore, based on the captured images with different
LEDs, we can reconstruct the specimen at different
depths. The process is equivalent to tomography recon-
struction. The data processing procedures can be de-
scribed in the following steps. 1) Select the images
from group 2 LEDs. 2) For different LEDs in group 2, the
incident angles are different, and thus the shifts of the
specimen at different depths are also different. This sec-
ond step is to calculate image shifts in x and y directions
(denoted as ‘sx, sy’) for different depths (denoted as ‘h’)
based on the following equation:
sxðhÞ ¼ xih=H; syðhÞ ¼ yih=H; ð2Þ
where ðxi; yiÞ is location of the LED and ‘H ’ is the dis-
tance between the LED array and specimen [Fig. 1(f)].
3) Each captured image is normalized by its maximum
intensity (i.e. the maximum pixel value of the image).
4) The normalized images are back shifted by the amount
of ðsx; syÞ and merged to one image [12]. 5) (Optional)
the merged image can be further deblurred with the
point spread function (PSF) of the objective lens at that
certain depth ‘h’. The PSF can be estimated from the Airy
pattern.
The result of digital refocusing following the above
procedures is shown in Fig. 3(a)(1–8). Figure 3(b) is
the image taken by the conventional Köhler illumination.
Fig. 2. (Color online) (a) Bright-field and (b) dark-field images
of a starfish embryo captured using the proposed illumination
scheme.
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From this figure, we can see the cell development of the
starfish embryo at different depth sections. We note that
the sectioning ability of our approach is determined by
the objective lens. For a conventional microscopy setup
with a plane wave illumination, the captured image is a
superposition of images from different depth sections
through the entire depth of field. By using the proposed
illumination scheme, we can separate all these different
sections from the captured images. Most importantly, we
can accomplish this without mechanically moving the
sample or changing the setup. The image processing time
was less than 0:2 s by using a personal computer with an
Intel i7 CPU.
A special case of Eq. (2) is ‘h ¼ 0’, i.e. the image in fo-
cus. In this case, the reconstructed image is equivalent
to the image taken by the conventional Köhler illumina-
tion approach. Figure 4 shows such a comparison. The
slight difference in image contrast can be attributed to
the difference of the light-emitting spectra of the two ap-
proaches (the point spread function of objective lens is
different for different wavelengths).
To summarize, a simple microscopy illumination
scheme based on a cost-effective programmable LED ar-
ray is proposed in this Letter. A sequence of images is
captured, one for each individual LED. Each image pro-
vides a unique view angle of the specimen. We showed
that these images can be postprocessed to render a
bright-field image, dark-field image, and more impor-
tantly, sectioned images at different depths. The ability
to digitally refocus the specimen into different depths
without mechanically scanning the sample is useful for
quantitative phase imaging [13], 3D position sensing,
and metrology. We note that the proposed illumination
scheme is not a simple tradeoff between time and imag-
ing functionalities. A relatively long capturing time (two
seconds) allows us to acquire multiple frames, and thus
the signal to noise ratio of the final result is also higher
than in a single frame (Note that the bit depth of the im-
age sensor is limited). This is similar to averaging frames
to reduce noise in the conventional still microscope. We
also note that the illumination angle of the diffuse LEDs
we used spanned a range of 160 degrees, therefore the
maximum illumination NA was close to one. To further
enhance the light collecting efficiency, we can place
the LED array at the black focal plane of the condenser
(the rest of microscope setup would remain unchanged).
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Fig. 3. (a1–a8) Based on the captured images for different individual LEDs, we can digitally refocus the starfish embryo into
different depths. No mechanical scanning is involved in this process. (b) The image taken by the conventional Köhler illumination.
We use a halogen lamp as the light source with an illumination NA of 0.3 (matching to 0:3NA objective lens).
Fig. 4. (Color online) The images of a 0:5 μm bead by using
(a) the proposed method, (b) Köhler illumination. (c) The line
traces of (a) and (b).
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